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Compound Microſcope. 


| 5 


H E Box being opened, it is neceſſary to obſerve how 
1 the Microſcope and its Apparatus are placed, as it is 
ſo contrived, in order to make it Portable when the Bax 
is ſhut. Every Thing therein contained is ſecured from & 


any Dam: ge that might otherwiſe happen from their a 
being looſe in conveying it from one Place to another 
At the End Bis a Piece of the Box that pulls off as repre- 


ſented, marked A : Then the ſquare Pillar which moves 
on a Joint at the Bottom of the Box is to be raiſed up- 
right: or, if required, will be faſt in any Poſition or An- 
gle you would chuſe to have it in; which is found to be 
very convenient, ſuppoſing a Perſon would uſe it ſitting, 
and is an Advantage this Microſcope has peculiar to itſelf. 
Then the Button C being unſcrewed, the Braſs horizon» 
tal Plate D may be moved down, ſo that the Body of the 
Microſcope E may be taken out: then putting the ſmall 
End of the ſaid Body into the conical Hole F of the Arm 
G, it will there be firmly ſupported, and the Microſcope 
will appear as repreſented in the Plate, H, a reflecting 
l 8 . 


Mirrour in a Braſs Semicirele, which is faftened to the 
Braſs Arm I, is to reflect Eight either from the Sky or 
Candle, directly upwards on the Objects you would ex- 
amine, e is a convex Glaſs. whoſe Uſe is to throw a 
Light on an opaque Object by Means of a Candle. r, 
2, 3, 4, 5, and 6, are Magnifiers ſet in Braſs Cells: 
The No. 1 magnifies the moſt, and the No. 6 the leaft. 
Each of theſe when uſed are to be ſcrewed on the ſmall 
End of the Microſcope K. In the Partition L are eight 
Ivory Sliders, in fix of which are different Object, a 
Liſt of which are under-mentioned ; the other two, left 
vacant, are to be filled at Pleaſure. M is the Slider- 
holder, N a Fiſh-pan, O are ſmall Glaſs Tubes, to hold 
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various ſmall Objects that Gentlemen may be curious 5 
enough to collect; for Inſtance, the Neat or Tad- pole; 13 
of which the Circulation of the Blood may be viſibly ſeen £4 
when magnified by this Microſcope. The largeſt of Ti 
theſe Tubes when uſed is to be fixed between the two bp” 
Springs under the Stage D; the ſmalleſt may be uſed in Y 
the Slider-holder M, the ſame as the Ivory Sliders with. Y 
Objects in them. P, a Braſs Box, with two Glaſſes, ſet .= 
at ſome Diſtance one from the other, in order to contain 1 
living Objects, by unſcrewing them aſunder, to receive = 
the Objects you would examine, and ſcrewing them to- = 
k. gether, if required, to confine them; each of which . 


G aſſecs is to be uſed ſeperately in ſeeing the Animalcula 
n Fluids, by putting a Drop on either of them, and ap- 
plied to the Microſcope. Q is a Pair of Pincers, with a 
Point at one End, either to hold an Object between, or 
ſtick an Object upon, T, a Braſs Cone, which is made 
to fit on a Rim under the Stage D, in order to check the 
Light when the firſt or ſecond Magnifier is made Uſe of; 
for ſome Objects appear more diſtinct by cutting off ſome © 
of the oblique Rays reflected by the Mirror H. V isan 
Ivory Box, containing Pale at one End, and Wires at 
the otker, fitted on the Holes in the Ivory Sliders, in | 
order to ſupply what may be loſt, er to be changed at 6 5 
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Pleaſure. W is a Pair of Braſs Tongs, to take up any 4 

ſmall Objects. In the Braſs Tube 8, is repreſented a 4 

ſmall Hair Pencil, whoſe Uſe is to bruſh the Duſt 95 the 3 
bs 11 | | Tales 
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| 6 
Talcs that contain the Objects in the Ivory Sliders; fot 
were they to be wiped with Linen, or touched with the 
Finger, they would be fo ſoon ſcratched and rubbed, as 
to render the Objects contained between them very ob- 
ſcure, conſequently unfit for Uſe. 

In order to make this Microſcope uſeful to Gentlemen 
that are unacquainted therewith, you have the following 
Examples : | = 

Firſt. To examine any Object in the Ivory Sliders, 
(the Microſcope being placed as repreſented, or in any 
Angle, as before obſeried) ſcrew on either of the Mags 
nifiers in the Braſs Cel's on the ſmall End of the Micro- 
ſcope K: then put the Slider-holder M into the Hole 7 
of the Horizontal Plate D, with an Ivory Slider between 
the two Plates of the ſaid Slider-holder M; then ſlide the 
horizontal Plate D up or down, till the upper Edge of 
the Braſs Socket, to which the Stage or horizontal Plate 
D is fixed, comes exactly to the Mark on the ſquare 
Pillar, figured according to the Magnifier made Uſe of: 
Then puſh back the Slider by the Pin at the Pep of the 
Microlcope a; and, on looking through, if the Object 
ſhould appear confufed, ſcrew the Button C faſt, and 


turn the Button with the long Screw X, {which will 


then either raiſe or dep1&ſs the Stage D, which carries 
the Objects,) till it appears diſtinct, firſt obſerving. to 


throw the Light up, from the Mirror H, on the Objects. 
Secondly, To examine an opaque Object, take away 


the Slider-holder M, and put the Pair cf Pincers , which 
are made to fit in the Hole of the Stage D, with a ſma'i 
Ivory Cylinder fixed thereto, to lay your Objects on. 
Take the Silver Speculum, which is in the Braſs Box R, 
and ſcrew it on the Braſs TubeS; then ſlide the ſaid 
Tube, with the Speculum, on the ſmall End of the 


Microſcope, to the Circle figured thereon, according to 


the Maznifier you have ſerewed on the Bottom of the 
Microſcope K: Then the Light, being thrown. up by 
the Mirror H, is reflected beck by the Silver Speculum 
on the Object: And on look ng through the Microſcope, 
if ike Object ſhould appear ec nfuſed, move the Stage D, 
to which the Object is fixed, gently up or down, till mm 
E * 


=.” 1 
fee the Object diſtinct, not regarding the Figure on the 
ſquare Pillar, as the opaque Objects may not be at the 


fame Diſtance as a Slider fixed in the Slider-holder M; 


which is what the Microſcope is marked and figured for. 


If your Object is white, lay it on the black fide of the 


Ivory; if black, the contrary, If this Microſcope is uſed 
by Candle-light, beſide the above mentioned Way of 
ſeeing opaque Objects, a bright Spot may be thrown on 
the Object by the convex Glaſs e. | 

To fee the Circulation of the Blood in a Fiſh, take the 
Fiſh pan N, and bind the Fiſh down with the Ribband, 
with the Tail over the obleng Hole: Then apply the 
Button at the Bottom of the ſaid Pan into the Slit 8 of 
the Stage D, till the oblong Hole, with the Tail of the 
Fiſh, comes over the Hole or Center of the Stage D: 
then adjuſt it, by Means of the Button'X, to the Focus 
ef the Magnifier, till you fee it diſtinctly, not regarding 
the Number of the Magnifier whether it correſpends with 
the Figures on the ſquare Pillar, for the ſame R aſon be- 
fore obſerved in viewing opaque Objects. Allo in view- 
ing any Objects in the Glaſs Tubes the Figures on the 
ſquare Pillar are not to be regarded for the lame Reaſon 
above-mentioned. | 


Theſe few Examples carefully obſerved, I make no 


Doubt but, after a little Practice, this Microſcope will 
be found the moſt uſeful of any yet extant, 
= Obſerve, when you have done uſing the Microſcope, 
and would ſhut it up, turn the Mirror H on one Side; 


then take the Body of the Microſcope from the Arm G, 
and put the narrow End into the Hole 7 of the Plate D; 
then draw up the ſaid Plate D with the Body of the 
Microſcope, till the Eye-End à goes into the conical 
Hole E: Then the Button C, being ſcrewed, will keep 
it faſt. Turn the Pillar, with the Body of the Micro- 


ſcope, into the Box; then putting on the Piece A, you 


may ſhut the Box. 
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A LIST OF OBJECTS. 
Number I, | 


Fern, Fer 5 
Portugal Reed, . 
Plane Tree, | 

Lime Root. 


Number II. 
Cherry, 
Birch, 

Haſel, 
Elm Root. 


Number III. 
Spider's Leg, 


A Louſe. 


Number IV. 
Curious Fly Wings, 
Number V. 
Scale of a Roach, 
Ditto of a Gudgeon. 
Ditto of a Perch, | | 
Ditto of a Sole. | 


Number VI. 
Dragon Fly's Teeth, 
CatterpillaR Hair, 
Spiders Piercers, 
Farina of Mallows. 
Number VII. 
Eye of a lobſter, 
Ditto of a Dragon Fly, 
Feathers of a Moth, ditto, 


Number VIII. 
To be filled at Pleaſure. 
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q DIRECTIONS 
I' Uſage du Microſcope 
I | Co mpoſe 3 
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A Botte Etant ouverte, il conviendra, avant de Rien 
 deranger, d'oblſerver comment le tout y eſt place. 
On gappercevra que lorſque le Courert ef ferm, le M- 


croſcope, avec toutes les Pieces qui le c:mpoſent, eft à 


T Abri des Secouſſes; au Moyen de quoi la, Boete eſt por= 
table, ſans Danger d*endommager. ſon Contenu. 

_ AVExtremite Bla Boëte, il y a une Piece marquee, A, 
qui doit Etre otee : On dreflera enſuite le Pillier quarrs, 


qui ſe meut à Jointure au Fond de la Boëte, et qui $'ar- 


retera dans la Poſition qu'on trouvera A- propos de lui don- 
ner. Ce Mouvement du Pillier eſt un Avantage particu- 


lier de ce Microſcope, parce qu'on peut sen fei vir tres 


commodement aſſis, en lui donnant I'Inclinaiſon qu on 


voudra; au- lieu- que les aũtres ſont toujours perpendicy- 
laires, On lichera la Vis C, et on abaiſſera la Plaque ho- 
155 la Sortie du 


, on mettra le 


rizontale de Cuivre D, de Mlanière A faci 


petit 


C 


petit Bout du Corps du Microſcope dans le Trou conique F 
du Bras G, qui le ſupportera fermement de la Maniere re- 
preſentẽe par la Planche. | 


H eſt un Miroir concave, qui fe meut dans un Demi- 
Cercle aitachẽ au Bas I: II ſert a reflechir la Lumiere da 
Jour, ou d'une Bougie, directement ſous I'Objet qu'on 
youdra examiner, c eſt un Verre convexe, qui ſert a aug- 
menter la Lumiere d'une Bougie ſur un Objet opaque. Les 
Cellules marquees” 1, 2, 3, 4, 5. et 6, contiennent des 
Verres, ou Lentilles, qui groſſiſſent les Objets differem- 

ment: Le N®, 1 groſlit le plus; le N?. 6 le moins. On 
| fixera à Vis, au Bout K du Microſcope, la Cellule dont on 
fouhaitera faire Uſage. Dans la Separation de la Boëte en 
Lil ya 8 Lames d'Yvoire, 6 deſquelles renferment les 
Objects ci-apres mentionnes: Les aùt es deux font vuides, 
afin qu'on puiſſe y mettre tels Objets qu'on jugera à- 
propos. M ei une Machine a tenir ces Lames: N une 
petite Poële de Cuivre propre 4 contenir un petit Poiſſon: 
O petits Tubes de Verre, qui ſervent a renfermer divers 
Objets qu'on veut examiner, tels qu'une petite Grenouille, 
dont la Circulat on du Sang eſt aiſement ebſervee avec ce 
Micioſcope. Lorſqu'on fe ſert du plus grand Tube, il 
faut le gliſſer entre les deux Reſſorts qui font ſous la Pa- 


lette D; les petits Tubes peuvenr ſe gliſſer dans la Ma- 


chine M, où les Lames d' Vvoire ſe placent. 


P eſt une Botte de Cuivre, avec deux Vorres, à une pe- 


tite Diſtonce l'un de l'aùtre: Elle ſert a renfermer les Ob- 


Jets à examiner. On peut ſe ſervir ſeparement. de ces 


Verres, pour examiner les Inſectes dans une petite Goute 
de Liquenr, qu'on placera au Milieu du Verre avant que 
de Vappliquer au Microſcope. Q petites Tenailles, avec 
une Pointe à un Bout, pou. tenir ou fixer un Otjet à ex- 
aminer. Tdn Cone de Cuivre, qui fe fixe au deſſous de 
la Palette D, afin d'<carter les Rayons obliques, et de 
diminuer la Lumiere reflechie par le Miroir H, lorſqu'on 
ſe ſert du premier ou ſecond Verre, pui groſſiſſent le. plus, 
Experience faiſant connoitre qu'il y a des Objets qui en 
desviennent 
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deviennent beaucoup plus diſtindts; V Bote d' Vvoire 
renfermant des Lamettes tranſparentes de Talc, et des 
Cercles de Cuivre tels qu'on voit dans les Lames  Y voire, 
pour les renouveller lorſqu'on le juge neceffaire. | 

W, une Paire de Pincettes de Cuivre, pour tenir un 
petit Objet. Dans le Tube de Cuivre eſt un Pinceau qui 
fert à nettoyer ies Lamettes de Taic, qui ſeroient bientot 
gatees fi on les frotioit avee un Linge, ou avec les Doigts. 

Afin de rendre I'Uſage de ce Microſcope de la derniere 
Facilite, voici quelques Exemples pour ſon Uſage avec 
des Objets de differentes Eſpèces. 


Pour l' Examen d'un Objet dans les Lames 
d'Ivoire. | 

Le Microſcope ẽtant dreſle dans la Situation la plus come 
mode, fixez a Vis au petit Bout K du Microſcope, celle 
des 6 Cellules, N®.1 à 6, dont vous ſouhaitez faire U- 
ſage: Placez enſuite la Machine M, qui ſert à tenir les 
Lames d'Ivoire dans le Trou 7 de la Palette horizontale 
de Cuivre D; et ayant place entre les deux Palettes à 
Reſſort de la Machine M la Lamette d'Ivoire, elevez ou 
abaiſſez la Palette D, juſqu'a ce que la Partie ſuperieure, 
qui tient cette Palette, vienne exactement contre le meme 
Numero marquè ſur le Pillier quarrè que celui de la Len- 
tille dont vous vous ſerveu; ouvrez enſuite le Haut du 
Microſcope par le Bouton a, et ſi PObjet n'eſt pas diſtinct, 
fixez premierement la Vis du Bouton C; tournez enſuite 
le Bouton de la Vis longue X, au Moyer. de quoi on pe- 
ut Eloigner ou rapprocher I'Objet, juſqu'a ce qu'il ſoit a 
ſon plus grand Point de Diſtinction: Mais I faut toujours 
obſerver de reflechir la Lumiere ſous VObjet par le 
Mirroir H. 3 


Pour PExamen d'un Objet opaque. 

II faut oter la Piece, 2 tenir les Lames d'Ivoire, et met- 
tre les Pincettes Q dans le Trou 9 de la Palette horizon- 
tale D: Fixez enſuite ſur la Pointe des Pincettes le petit 
Cylindre d'Ivoire, afin d'y placer PObjet ; mettez le Mi- 

| row 


%\ 
( 14 ) , 

roir concave d'Argent, qui eſt dans la Boëte de Cuivre 
R, au Tube de Cuivre 8, od il va à Vis; gliſſez enſuite 
ce Tube avec le Miroir au Bout, de Maniere qu'il aille 
contre le Cercle numerote, ſuivant le Numero de la Len- 
tille dont vous vous ſervez, au Bout K: Apres cela re- 
 Aechiſſez la Lumiere par le Miroir H, contre le Miroir 
d'Argent, c'où ella ſera reflechie ſur I'Objet, S'il ne 
paroit pas diſtinct, Ele vez ou abi'ſlez la Palette L, à la- 
quelle POt)-t eſt fixe, juqu'a ce que PObjet devienne 
diſtin, ſans vous embarraſſer, dans ce cas, de la Mar- 
que ſur le Pillier quarre, parceque les Objets ainſi places 
ne ſeront pas a la meme Diſtance de ceux qui ſont dans les 
Lames bu'on place dans la Machine M, pour leſquels 
ſeulement ces Marques ſur le Pillier ſont faites. Si 
1 Objet eſt blanc, mettez-le ſur le Cote noir du Cylindre 
d'Ivoire; et t'i] Eſt noir, ſur le Cote blanc: On peat, 
en exeminant ainſi avec une Bougie, jetter la Lumiere ſur 
FO! jet, à travers du Verre convexe e, qui ramaſle les 
Rayons de tout ſon D.ametre en un Point fort eclaire, 


Pour l' Examen de la Circulation du Sang 


d'un Poiſſon. 

Prenez la Petle N, et attachez- y le Poiſſen avec le Ru- 
ban, CEtendant ſa Qeüe ſur le I'rou e, au Bout de la 
Potle; fixcz enſuite le Bouton an Bas de la Poele, dans 
la Fente 8 de la Palette D, de Manière que le Trou, avec 
ui Qeüũe du Poiſſon, ſoit au Centre de la Palette D: 
Ajuftcz enſuite la Diſtance de l, Objet par la Vis, comme 

our l'Objet opaque, ſans vous embaraſſer des Marques 
ur le Piller quarre : On ne doit pas non plus faire At- 
tention à ces Marques pour des Objets places dans les 
7 ubes de Verre, par les Raiſons donnees precedemment. 

En obſervant ces trois Exemples avec Soin, on decou- 
vrira bientor, par un peu de Pratique, les Uſages conſide- 
rablez et genèraux de ce Microſcope, qui ſurpaſſe en Bon- 
i6 et Commoditè toes ceux qui ont deja paru. 6 

Lorſqne l'on auca fini d'obſerver, et qu'on ſouhaite fer- 
mer la Beete, il faut tourner le Miroir H de Cote: 1 
yr | enſuite 


| JENS | 

enſuite le Corps du Microſcope hors du Bras G, et mettez 
ſon petit Bout dans le Trou 7 de la Palette D: Gliſſez en 
haut la Palerte D, avec le Corps du Microſcope, juſqu'à 
ce que le Bout a, on Von met Pœil, aille dans le Freu 
conique F; fixez- le, en tournant le Bouton C; renverſez 
le Pillier avec le Corps du Microſcope dans la Botte ; et 


apres avoir replace le Morceau,A,. on pcorra fermer la 


Boete, et le tout fera à PAbri de Secouſſes. 
Dr FE, 8 £93 WES © Fo 1971 


L1sT des OBJEcTs dans les Lames d'Ivoire. 


No. I. 
Raùne D'orme, de Platane, de Prunier, et de Fougere. 
. Neo. II. 
Ratine de Tillau, de Noiſetier, de Bouleau, de 
Rhododendrone, | 


Ne Hh; 
Un Pou, un Puce, un Punaiſe la Jambe, d'une Aragnie, 


. KO. 
Ailes des Moches curieux, 
HIPS No. V. 
Ecaille d'une Sole, d'une Perch, d'une Govjon, et 
2 d'une Reuget. | 


No. VI. : 
La Farine de Mouve, les Pergoirs d'une Aragnee, Poil 
d'une Chenille, Dents d'une Mouche Dragon. 


NY, VII. 


5 N No. VII. 


Duvet d'une Tigne, do. Oeil, d'une Mouche Dragon, 
| | d'une Ecreviſſe. ; 


TY No. VII.. $ 


Pour etre rempti a Gre. 


* 


